INTRAVENOUS INFUSION Of amino acids and lipids has become a standard technique in the maintenance of nutrition in surgical patients who, for one reason or another, are unable to eat. To provide the total daily calorie requirements glucose and amino acids must be given as hypertonic solutions which thus cannot be infused in peripheral veins. Access to the central venous system is therefore necessary. Long plastic catheters inserted through peripheral veins such as the basilic or cephalic veins of the arm and thence into the superior vena cava, are associated with an inordinate incidence of phlebitis or thrombosis or both. Plastic catheters inserted percutaneously directly into the subclavian vein avoid this complication. More than anything else this has led to the rapid acceptance of total parenteral nutrition therapy. 1 Plastic catheters are stiff, easily broken, and irritating to tissues. 2 Numerous complications including catheter embolism, perforation of atrium or ventricle and mural thrombosis have been reported? -5 With increasing experience and careful technique these complications should be rare, ~ but the existence of these problems has led to the increasing popularity of the recently introduced soft silicone elastomer subclavian catheter.f Although the venous complications of this catheter have been almost nil, the hazards of subclavian puncture such as pneumothorax, haematoma, brachial plexus injury and inadvertent arterial puncture are still present.
In this study we compared two silicone elastomer catheters, one inserted peripherally and one through the subclavian vein, with two similar polyvinyl catheters for the delivery of parenteral infusion of hypertonic solutions. For additional comparison, a simple intravenous needle system was also evaluated.
MATERIALS, METHODS AND PATIENTS
Patients were allocated to one of five groups of twenty patients depending on the type of catheter or needle used. The first four groups received intravenous infusions of hypertonic glucose and amino acids (Aminosol| Amigen| or Travasol| supplemented in about half the patients in each group by lipid infusate (Intralipid|167 (Table I ). The fifth group received Intralipid| given by *Departments of Surgery and Anaesthesia, Dalhousie University at the Victoria General Hospital, Halifax, Nova Scotia. (Table II) . The first catheter consists of a 16-gauge, 50.5 cm silicone elastomer catheter, with a steel spring stylet coiled within a plastic crank ( Figure 1 ) with an attached slotted M-gauge needle (Intrasil@) ~ ( Figure 2 ). Following venipuncture of the basilic or cephalic vein in the usual manner, the crank is unwound threading the catheter through the slotted needle into the vein and thence into the superior vena cava ( Figure 3 ).
The second catheter is a 16-gauge silicone elastomer central venous catheter, 22.9 cm in length, which is inserted percutaneously into the subclavian vein through a 14-gauge teflon introducer unit, consisting of a three-inch teflon catheter with a stainless steel removable trocar (Centrasil@).~ Following puncture of the subclavian vein, the stainless steel trocar is removed and the catheter threaded into the vein through the teflon introducer which is then withdrawn so that it is outside the vein but under the skin.
The third unit is a 15-gauge, 54.34 cm long, central venous polyvinyl catheter (Intrafusol@),w inserted through a 14-gauge needle by venipuncture of the basilic or cephalic vein of the arm.
The fourth catheter is a 15-gauge polyvinyl subclavian catheter (Bard-i-cath@),ll 30.4 cm long inserted by direct venipuncture of the subclavian vein with a 14-gauge needle through which the catheter is threaded.
The patients had a variety of illnesses, all of which precluded adequate oral nourishment. In the Intrasil@ group there were 23 catheters inserted in 20 patients. In the other groups only one catheter was used for each patient.
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RESULTS
The results are summarized in Tables III and IV . Use of the Butterfly| needle was unpopular with both the patients and the house staff, since all the needles went interstitially, usually within three days. The incidence of phlebitis with the long polyvinyl catheters inserted through the antecubital fossa was such that most had to be removed within a few days. The average duration was six days with only 4 of 20 lasting more than one week, Two patients in this group had thrombosis of the axillary vein, with oedema of the ann. One of these patients had septicaemia as a consequence of infected thrombus. Catheters inserted through the subclavian vein were much more satisfactory, although two patients with polyvinyl catheters developed subclavian vein thrombosis and two others had septicaemia on the basis of infection at the catheter tip. The major difficulty with both the polyvinyl and the silicone elastomer catheters was their tendency to plug because of anguiation at the site of cutaneous puncture. In several instances in both groups the intravenous bag was accidentally allowed to run dry.
The most satisfactory of the catheters was the peripherallydnserted, long silicone elastomer catheter (Intrasil@). Aside from a minor tendency for prolonged oozing from the puncture site, these catheters were remarkably fl'ee of trouble and their average duration exceeded 29 days. One patient had three of these catheters inserted in the same vein. The first began to leak from the catheter hub at 1.6 days and was immediately replaced through the same venipuncture wound by a second r,.9
silicone catheter which was removed 51 days later at completion of therapy. One week later she was again placed on intravenous nutrition and a third silicone catheter was inserted, again using the same vein.
In this group the lack of reaction at insertion sites or along the vein was most gratifying. The only phlebitis occurred in a patient in whom a shorter catheter was used, which ended in the axillary vein. The phlebitis was undoubtedly secondary to the hypertonic infusate. In one patient receiving chemotherapy with a platelet count below 3,000/mm a, bleeding from the median basilic vein was continuous and after one hour the silicone catheter was removed. In one patient the catheter was accidentally, and in another wilfully, dislodged.
DISCUSSION
There were 11o striking differences in the results between the polyvinyl and the silicone elastomer catheters inserted through the subclavian vein. The peripherally inserted silicone catheter was as good as either of the subclavian catheters and all three were clearly superior to the long peripherally inserted polyvinyl catheter or the Butterfly| needle.
There are, however, theoretical advantages to the use of the silicone catheter. Because of its softness it cannot perforate the myocardium and, unlike the polyethylene catheter, its tip is less likely to irritate the wall of the vena cava and cause a mural thrombus, r Silicone is non-irritating to tissues and has been shown to be much less likely to cause thrombosis than polyvinyl in experimental animfils. 8 Extensive experience with silicone arteriovenous shunt catheters for haemodialysis confirms the lack of thrombogenicity of silicone elastomers.
The most striking aspect of this study was the lack of venous reaction to the long silicone catheters inserted in the brachial or cephalic veins. Even after months of continuous use no evidence of thrombosis or phlebitis developed, and after removal of the catheter the veins could be used immediately for venipuncture. The only limitation to its use is the large size of the needle (14-gauge), which makes it difficult or impossible to use in many patients and particularly in those who have had their peripheral veins damaged from extensive previous intravenous infusions.
In that situation the subclavian or internal jugular site for the silicone catheter is our choice.
In our view the peripherally inserted long silicone elastomer catheter is tile first choice for infusions of hypertonic solutions and long term intravenous therapy in critically ill patients.
SU'~ARY
One hundred patients receiving parenteral nutrition with lipids and hypertonic amino acids and glucose were divided into five groups of 20, depending on the type of intravenous catheter used for the infusion. Least satisfactory were the short Butterfly@ needles (average 3.3 days in place) and the long peripherally inserted polyvinyl central venous catheters (average 6.2 days in place). Subclavian catheters of polyvinyl (average 15.3 days) or silicone elastomer (average 17.5 days) were equally efficacious. A new long silicone elastomer catheter inserted peripherally was most satisfactory (average 29.5 days). Problems common with polyvinyl catheters (phlebitis, thrombosis, and sepsis) rarely occurred with either the long or short silicone elastomer catheter.
R~SOM~
Un total de 100 malades sous alimentation parentdrale prolongde, avec administration de lipides, d'acides amin6s et de glucides, ont dt~ divisds en cinq groupes, une aiguille ou un cath6ter different ~tant utilis6 dans chacun des groupes.
L'aiguille d'acier "Butterfly" et les longs cathdters de polyvinyl pour insertion centrale via une veine pdriph~rique, se sont av~r6s ]es m&hodes ]es moins satisfaisantes, leur dur6e moyenne dtant de 3 et de 6 pours respectivement.
L'approche sous-clavi~re avec un cath6ter de polyvinyl (moyenne de 15.3 jours) ou en silicone (moyenne de 17.5 jours) s'est av6rde beaucoup plus satisfaisante.
Un nouveau cath6ter de silicone, ins6r6 iusque dans la veine cave sup~rieure via une veine pdriph6rique (basilique ou cdphalique) a dt6 le plus satisfaisant ( moyenne de 29.5 jours ).
Les probl~mes que l'on rencontre co,nmundment avec les cathdters de polyvinyl (phle~bite, thrombose, infection) sont rares avec les catheters de silicone courts ou longs.
